
Reflected-light Fluorescence Illuminator iLED for Primo Star  Brief instructions 
  

 

Mounting the Reflected-light Fluorescence Illuminator 
 

 

 



Inserting the Yellow Filter / Connecting the Battery Supply Unit with the Reflected-light Fluorescence Illuminator 
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